Quality control of a hyperthermia system.
Characterization of the applicators, of the thermometers and of the cooling (bolus) system of hyperthermic apparatus must be made before starting hyperthermic treatment and also starting with a frequency depending on the technical features of equipments that make up the whole system. This data gives the radiotherapist some useful parameters for the selection of applicators and general knowledge of the accuracy of the system.